[Non-flame atomic absorption method of the analysis of mercury-containing biological materials].
Julia-2 mercury analyzer is modified. Gasodynamic scheme of the device is altered: water vapors can no longer enter the cuvette, the circulation mode is realized. Equilibrium concentration of mercury vapors is thus attained. The analytical signal is well reproduced. Alteration of the reactor volume improves the sensitivity of testing larger samples.